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Implant Placement Is More Accurate

Using Dynamic Navigation

Michael S. Block, DMD,* Robert W. Emery, DDS,y Daniel R. Cullum, DDS,z

and Ali Sheikhx

Purpose: The purpose of this prospective study was to measure and compare the accuracy and preci-
sion of dynamic navigation with freehand (FH) implant fixture placement. The authors hypothesized
that the evaluated dynamic navigation system would have high accuracy and precision and would be su-
perior to FH methods.

Materials and Methods: The authors designed and implemented a prospective cohort study and
enrolled patients who had implants placed from December 2014 through December 2016. The predictor
variable was implant placement technique comparing fully guided (FG) and partially guided (PG) dynamic
navigation with FH placement. The outcome variables were accuracy measured as deviation from the
virtual plan, and precisionwas represented as the standard deviation of themeasurements. Analysis of vari-
ance (ANOVA) was used to compare measurements. Virtual implant placement was compared with post-
implant placement using mesh analysis. Deviations from the virtual plan were recorded for each implant
for each surgeon. FH implant placement was evaluated by comparing a virtual plan with postoperative
scans for patients who did not have the navigation system used for their implant placement. One-way
ANOVAwas performed to determine within-group and between-groups differences to determine whether
there were meaningful differences among surgeons and methods (FG, PG, and FH) of placement.

Results: Prospective data from 478 patients involving 714 implants were evaluated. There were no
demographic differences among surgeons. The sample size differed by the number of implants placed
by each surgeon. Within each method group, the only difference among surgeons was angular deviation.
All surgeons’ data were combined. For FG navigation, the mean angular deviation was 2.97 ! 2.09", the
mean global platform position deviation was 1.16 ! 0.59 mm, and the mean global apical position devia-
tionwas 1.29! 0.65mm. For PG navigation, themean angular deviation was 3.43! 2.33", themean global
platform position deviation was 1.31 ! 0.68 mm, and the mean global apical position deviation was
1.52 ! 0.78 mm. For FH placement, the mean angular deviation was 6.50 ! 4.21", the mean global plat-
form position deviation was 1.78 ! 0.77 mm, and the mean global apical position deviation was
2.27 ! 1.02 mm. Differences in measurements comparing FG and PG navigation with FH indicated signif-
icantly less deviation from the virtual plan (P < .05) using navigation.

Conclusions: Accuracy and precision for implant placement were achieved using dynamic navigation.
The use of this type of method results in smaller deviations from the planned placement compared
with FH approaches.
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When an implant is placed in the ideal position, the
restoration processwill have less need for complicated
prosthetics. Deviations in implant position include,
but are not limited to, angulation, platform position,
apical implant position, and depth. Deviations from
an ideal placement can result in additional cost and
time using custom-fabricated parts and variations in
restorative methods. Use of the freehand (FH)
approach, in which the clinician placing the implants
uses adjacent teeth or laboratory-fabricated stents to
guide implant placement, can result in accurate
implant placement.1-4 However, the FH approach is
less accurate compared with implant placement
using navigation.1-3 FH data have been reported
using model surgery5 and in clinical trials6-8;
however, the clinical data lack a large sample.
The accuracy and precision of implant placement

should be the same for every patient and for every clini-
cian. The use of navigation has been shown to result in
accurate implant placement.6,9-34 For the clinician to
use navigation on every patient receiving an implant,
the navigated surgery method must provide the
surgeon compelling reasons to adopt the technology
and appreciate improvements in accuracy, precision,
efficiency including time and cost, and ergonomics.
Additional benefits can include improved methods
for teaching novice surgeons.
Navigation methods for implant placement use a

static or a dynamic system.2,3 The static systems use
a tooth-borne, mucosa-borne, or bone-borne guide
with metal tubes, which allows the use of a coordi-
nated surgical kit to place the implant into the planned
positon. The plan cannot be easily changed. During
implant placement, no changes can be made to
implant angulation, size, or depth or implant selection.
The implant choice cannot be easily changed. The cost
of the guides varies according to manufacturers and re-
quires time to fabricate the static guide. The software
used to create a static guide can be difficult to learn,
with the need for a third party to help design the
case on the computer. The physical dimensions of
the static guide can prevent its use in second molar re-
gions or in patients with restricted opening. Because
of these limitations, static guides are not used for every
implant case but only for those with strict re-
quirements.
If implant placement accuracy is superior when us-

ing navigation, then it is desirable to use navigation on
every patient. Dynamic navigation systems have been
developed to allow for efficient use of in-mouth fidu-
cial registration during cone-beam computed tomo-
graphic (CBCT) scanning, software for virtual
implant planning, and a user-friendly setup to allow
for efficient time management when placing the im-
plants using dynamic navigation. This type of work-
flow can result in the use of navigation for every

patient who will receive a dental implant. If necessary,
changes to the plan can be made at the time of surgery,
including implant size, length, width, shape, and
changes in positioning as required clinically to achieve
an accurate implant position. Dynamic navigation is a
real-time coordination of the surgeon’s hands and eyes
by 3-dimensional (3D) visualization of the preparation
with high magnification.

Accuracy and precision must be established with all
navigation systems. This article reports on the accu-
racy and precision of implant placement for multiple
surgeons and for 714 implants placed in more than
478 patients.

This study tested the hypothesis that the evaluated
dynamic navigation system would have high accuracy
and precision and would be superior to FH implant
placement methods.

Materials and Methods

This protocol was approved and administered un-
der institutional review board (IRB) protocol number
2014-10-15 of BioMed (San Diego, CA).

TRIAL DESIGN

The study is a prospective evaluation of the accu-
racy and precision for placing implants. Four surgeons
contributed patient data to this study. The surgeons
agreed to follow the manufacturer’s protocol with
IRB consent by each patient.

PARTICIPANTS

Patients were consecutively included in this study
within each surgeon’s private practice. Patients were
excluded from the study if they refused to sign a con-
sent form. There was a difference in the number of
included patients for each surgeon, reflecting the num-
ber of implants placed by each surgeon within the pri-
vate practice. The total number of patients was
grouped together for analysis. The demographic data
comparing each surgeon were compared to ensure
similar group demographics for the combined analyses
(Table 1).

Each surgeon received 1 full day of training, which
included simulation. At the conclusion of the training,
they must have achieved proficiency as measured by
angular deviation using the navigation screen’s live
feedback on bur angulation compared with the virtual
plan. The second day of training included over-the-
shoulder training to further decrease their
learning curve.

PATIENT RECRUITMENT

All patients who required at least 1 implant and had
sufficient teeth for clip registrationwere consecutively
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enrolled in this IRB-approved protocol. Patients had to
be older than 21 years and able to understand and sign
a consent form. Inclusion criteria included the pres-
ence of at least 3 adjacent teeth in the arch to hold
the clip, which contained the fiducials necessary to
register the jaw to the navigation computer system.
Exclusion criteria included those who refused to
sign a consent form for prospective data evaluation,
those who could not accept the normal risks associ-
ated with dental implants, or those whose remaining
teeth could not support the patient tracking array.
This could be the result of provisional restorations,
tooth shape with a minimal retention form to stabilize
the clip, or unstable teeth secondary to bone loss.

SCANNING PROTOCOL FOR DENTATE PATIENTS

To register the jaw into the navigation computer, a
clip with 3 metallic fiducial markers was adapted
onto the patient’s teeth after heating in a water
bath. The clip was placed in the same jaw as the
planned implant, on the opposite side of the arch,
avoiding the surgical site. The CBCT scan was ob-
tained and the digital information was transferred
to the navigation system’s computer. Using the sup-
plied software, nerve mapping was performed for
mandibular posterior implants and virtual teeth
were placed. If available, intraoral or laboratory laser
scans as stereolithographic files were superimposed
on the patient’s jaw image using the planning soft-
ware to guide implant placement. Virtual implants
were placed and oriented in a position that allowed
for the planned restorative care. The planned im-
plant’s platform diameter, apical diameter, length,
and shape were entered in generic fashion into the
software so the planned implant’s geometry was
identical to the implant to be placed in the patient.
This system does not contain an implant library.
Therefore, the implant’s dimensions are used to
plan the case.

SURGICAL PROCEDURES

The handpiece and patient tracking array were cali-
brated before each surgery. After staff calibrated the

handpiece and tracking array, the surgeon performed
the surgery. Each drill length was calibrated as it was
used by the surgeon in the normal sequence of implant
site preparation. System checks were performed to
ensure accuracy of tracking, and the implant was
guided into final position using the navigation screen.

The surgeon used the navigation screen to guide the
position and angulation of the implant preparation
(Fig 1). This is a real-time coordination of the surgeon’s
hands and eyes by 3D visualization of the preparation
and important adjacent anatomy. If necessary, then
changes in the plan were made at the time of surgery,
including implant size, length, width, shape, and posi-
tioning as required clinically to achieve an accurate
implant position.

A post-implant placement CBCT scan was taken.
The plan and postoperative CBCT scans were up-
loaded for analysis by an individual not involved in pa-
tient treatment. Data were entered into a spreadsheet
with no patient identifiers except for case number.

Fully guided (FG) describes the use of the navigation
system to place the implant at its final depth. Partially
guided (PG) describes when the preparation site is
performed using the navigation system; however, the
final seating of at least 50% of the implant’s length is
by hand. This is performed when the torque generated
by the implant exceeds the torque available from the
implant drill system or when the surgeon judges that
direct visualization of the implant’s depth is needed
during seating.

FH placement occurred for several reasons. During
the initial phase of this prospective study, the use of
the navigation system was not used to complete an
early data analysis to confirm that the accuracy of the
system was appropriate for continued use of the sys-
tem. During this short period, patients had a virtual
plan in place, but the implants were placed by FH.
The early data were found to be accurate so the study
was continued using the navigation system. Another
reason for FH placement was when the patient
tracking array was not stable because of a lack of tooth
contour definition. Another reason was the placement
of provisional restorations or changes in restorations
that were previously in place when the patient

Table 1. DEMOGRAPHIC VARIABLES OF PATIENTS TREATED BY EACH SURGEON

Surgeon Patients, n Men, n (%) Age (yr), Average (Range) Implants, n

1 263 135 (51.3) 59 (21-87) 407
2 128 58 (45.3) 61 (21-89) 188
3 37 18 (48.6) 52 (21-73) 45
4 50 31 (62.0) 58 (22-77) 74
Total 478 242 (50.6) 59 (21-89) 714

Block et al. Implant Placement Using Dynamic Navigation. J Oral Maxillofac Surg 2017.
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tracking array was used for scanning. At the time of
surgery, the clips did not fit because of the new
restorations.
FH data included those implants that were not deliv-

ered with the guidance system or when the guidance
system was not used to prepare the osteotomy.

MESH ANALYSIS ACCURACY

Mesh analysis has been used to measure various
objects.35-40 For this study, a variant of the analysis
was used.41

The mesh registration accuracy was assessed before
its use in this study and was used in the submission to
the Food and Drug Administration for the dynamic
navigation system used in this study. Each of 20
sawbones models had 3 ball bearings inserted into
jaw sawbones models. The sawbones were scanned
by CBCT with a patient tracking array in place on
the sawbones model. An implant was placed accord-
ing to a virtual plan using the sawbones models. A sec-
ond post-implant insertion CBCT scan was obtained.
The accuracy test was performed with registration

of an iso-surface mesh extracted from the initial
CBCT scan and registered to the secondary CBCT
scan, finding a ‘‘best fit’’ transform that related the
vertices of the mesh in the primary scan to those in
the secondary scan with minimal cumulative displace-
ment between the vertices. The computed mesh-to-
mesh transform provided a mapping from one CBCT

coordinate system to the other because the mesh
vertices are defined within the CBCT coordinates.

To verify the transformwas accurate, a second set of
iso-surfaces was extracted from the initial and second-
ary CBCT scans. These iso-surfaces displayed only the
metal inserted into the sawbones model. Automated
analysis method was used to determine deviations in
measurements. The errors were determined. The
mean ball bearing displacement was 169 mm. The
mean angular error was 0.375". Based on this error
analysis, this method was chosen to assess accuracy.

ACCURACY ANALYSIS PROCESS

The pre- and postoperative CBCT scans and the vir-
tual plan file from the navigation system were up-
loaded to a computer for analysis. These 3 files were
meshed in MeshLab (http://www.meshlab.net/). A vir-
tual implant with the same dimensions as the plan was
placed on the postoperative CBCT image, where the
actual implant was delivered during surgery. This
was accomplished because the implant was radi-
opaque. The virtual plan was superimposed onto the
postoperative CBCT image. A mathematical algorithm
was used on the presurgical case with the plan, the
postsurgical case with the virtual implant overlaid on
the actual implant, and the meshed CBCT scans to
calculate angular and positional deviations between
the planned and actual implant positions in 3
dimensions.

FIGURE 1. The dynamic system in use. The light source above the patient reaches the patient tracking array and the array on the handpiece.
The light is reflected from the arrays to 2 high-definition cameras (arrows). The captured reflected light is transmitted to the system-specific nav-
igation computer to create the dynamic real-time representation.

Block et al. Implant Placement Using Dynamic Navigation. J Oral Maxillofac Surg 2017.
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The following deviations (mean ! standard devia-
tion) from the virtual plan were calculated1 and are
presented in Table 2:

# Angular deviation ("): largest angle in 3D space
between the center axes of the planned and
placed implants

# Global platform deviation (mm): overall deviation
of the planned from the placed implant (takes
angle, depth, and position into consideration)

# Global apical deviation (mm): overall deviation of
the planned from the placed implant (takes angle,
depth, and position into consideration)

# Depth deviation (mm): difference in depth
(z-axis) of the planned from the placed implant
(absolute values were used)

# Lateral platform deviation (mm): difference in
lateral entry position of the planned from the
placed implant

# Lateral apical deviation (mm): difference in the
lateral apical position of the planned from the
placed implant

STATISTICAL METHODS

One-way analysis of variance (ANOVA) with post
hoc Tukey honest significant difference tests was per-
formed to determine whether there was a statistically
relevant difference among methods (FG, PG, and FH)
of placement. ANOVA was performed on the entire

dataset to determine whether the surgery method
had a meaningful effect on the accuracymeasurement.
A c2 test of independence was used to determine dif-
ferences in the patient population among surgeons.

Results

PATIENT SAMPLE

Table 1 presents the demographic summary for the
guided methods. A c2 test of independence was per-
formed to examine the demographics of patients
among surgeons. There were no significant differ-
ences among surgeons (c23 = 4.41437; P = .2464).

BETWEEN-SURGEONS ANALYSIS

One-way ANOVA was conducted to compare sur-
geons within each method. For FH cases, the surgeons
did not show statistically significant (P > .05) differ-
ences across all accuracy measurements. For PG cases,
the surgeons showed statistically significant (P < .05)
differences for all accuracy measurements. For FG
cases, the surgeons showed statistically significant
(P < .05) differences for all measurements except api-
cal depth deviation and platform depth deviation.

WITHIN-SURGEON ANALYSIS

One-way ANOVA was conducted to compare differ-
ences in accuracy measurements across methods for
each surgeon. Surgeons 1 and 3 each showed

Table 2. SUMMARY OF FULLY GUIDED, PARTIALLY GUIDED, AND FREEHAND METHOD SURGICAL MEASUREMENTS

Surgeon

Angular
Deviation

(")

Global
Platform
(mm)

Platform Depth
Deviation (mm)

Platform Lateral
Deviation (mm)

Global
Apical (mm)

Apical Depth
Deviation
(mm)

Apical Lateral
Deviation
(mm)

Implants,
n

Fully guided
1 2.43 (1.36) 1.00 (0.49) 0.74 (0.55) 0.57 (0.30) 1.13 (0.53) 0.73 (0.54) 0.76 (0.37) 85
2 3.14 (2.54) 1.31 (0.56) 0.81 (0.58) 0.94 (0.42) 1.38 (0.63) 0.82 (0.59) 0.98 (0.57) 77
3 2.46 (1.05) 1.07 (0.61) 0.93 (0.71) 0.43 (0.17) 1.16 (0.64) 0.91 (0.71) 0.61 (0.31) 10
4 3.76 (2.23) 1.22 (0.70) 0.76 (0.68) 0.82 (0.52) 1.45 (0.81) 0.77 (0.70) 1.08 (0.73) 47
Total 2.97 (2.09) 1.16 (0.59) 0.76 (0.60) 0.74 (0.43) 1.29 (0.65) 0.78 (0.60) 0.90 (0.55) 219

Partially guided
1 2.86 (1.78) 1.20 (0.64) 0.85 (0.70) 0.70 (0.40) 1.39 (0.69) 0.86 (0.71) 0.95 (0.53) 255
2 4.86 (2.88) 1.55 (0.73) 0.89 (0.84) 1.08 (0.52) 1.77 (0.92) 0.88 (0.82) 1.34 (0.85) 78
3 4.81 (2.78) 1.70 (0.68) 1.38 (0.74) 0.87 (0.40) 2.01 (0.75) 1.48 (0.71) 1.31 (0.65) 24
4 3.41 (2.43) 1.27 (0.58) 0.82 (0.51) 0.88 (0.55) 1.51 (0.76) 0.84 (0.52) 1.20 (0.71) 16
Total 3.43 (2.33) 1.31 (0.68) 0.89 (0.73) 0.80 (0.49) 1.52 (0.78) 0.90 (0.74) 1.01 (0.65) 373

Freehand
1 6.10 (4.14) 1.86 (0.76) 1.25 (0.73) 1.24 (0.70) 2.34 (1.04) 1.17 (0.75) 1.90 (0.95) 67
2 7.74 (4.71) 1.86 (0.84) 1.12 (0.99) 1.21 (0.69) 2.44 (1.04) 1.17 (0.99) 1.97 (1.17) 33
3 5.79 (3.45) 1.63 (0.41) 0.72 (0.73) 1.26 (0.47) 1.90 (0.80) 0.72 (0.67) 1.65 (0.76) 11
4 5.96 (4.21) 1.24 (0.71) 0.77 (0.79) 0.78 (0.52) 1.68 (0.57) 0.84 (0.75) 1.30 (0.52) 11
Total 6.50 (4.21) 1.78 (0.77) 1.12 (0.83) 1.19 (0.68) 2.27 (1.02) 1.10 (0.82) 1.84 (1.05) 122

Note: Data are presented as mean (standard deviation).
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statistically relevant differences across the 3 methods
in all accuracy measurements. Surgeon 2 showed sta-
tistically relevant differences across the 3 methods in
all accuracy measurements except platform depth de-
viation and apical depth deviation. Surgeon 4 showed
a statistically relevant difference across the 3 methods
for only 1 accuracy measurement (angular deviation).
Table 2 presents the average deviations from the vir-
tual plan for each surgeon. For most accuracymeasure-
ments, each surgeon had better average accuracy and
precision using guided methods than the FH method.
ANOVA results are listed in Table 3. When all 3

methods were evaluated together, differences in sur-
gery methods were statistically significant (P < .05)
for all measurements. When comparing FG navigation
with FH methods, all measurements were significantly
different (P < .05). When comparing PG navigation
with the FH method, all measurements were signifi-
cantly different (P < .05). When comparing FG naviga-
tion with PG navigation, there were meaningful
differences for 6 of 7 measurements. The differences
between angular deviation and platform lateral devia-
tion were not relevant. The remaining 6 measure-
ments were substantially different.
One-way ANOVA applied to the dataset showed sta-

tistically significant (P < .05) differences among the 3
guidance methods on all accuracy measurements. All
combinations of comparisons among the guidance
methods are presented in Table 3.
Table 4 presents the 95% confidence intervals

broken down by surgeon and guidance method for
angular deviation. The confidence interval shifts
among guidance methods for each surgeon across all
accuracy measurements.
Table 5 presents the 95% confidence intervals

broken down by guidance method and accuracy mea-
surement. For each accuracy measurement, the confi-
dence interval shifts among guidance methods. For
each accuracy measurement, the means and standard
deviations are smaller for guided (FG and PG) methods
than for the FH method.

Figure 2 graphically shows that the FG and PG
methods were more accurate than the FH methods.
Figure 3 shows the mesh analysis.

Discussion

Accuracy of implant placement is essential to allow
for efficient and routine care of patients. If an implant
is not accurately placed, then it still might be restor-
able but requires additional prosthetic manipulation
through the use of custom abutments, angled screws,
deeper cement margins, increased chair time, and
additional costs for the dentist and patient.

Advances in dynamic navigated surgery have al-
lowed an understanding of the various levels of guid-
ance (FG, PG, and FH). Often these levels of guidance
are drivenby the clinical situation at the timeof surgery,

Table 3. SIGNIFICANCE LEVELS COMPARING GUIDANCE METHODS

Angular
Deviation

Global Platform
Deviation

Platform Depth
Deviation

Platform Lateral
Deviation

Global Apical
Deviation

Apical Depth
Deviation

Apical Lateral
Deviation

FH vs PG
vs FG

<.05 <.05 <.05 <.05 <.05 <.05 <.05

FG vs FH <.05 <.05 <.05 <.05 <.05 <.05 <.05
PG vs FH <.05 <.05 <.05 <.05 <.05 <.05 <.05
FG vs PG <.05 <.05 <.05 NS <.05 <.05 <.05

Note: Data are presented as P values (significant at P > .05).
Abbreviations: FG, fully guided; FH, freehand; NS, not significant; PG, partially guided.

Block et al. Implant Placement Using Dynamic Navigation. J Oral Maxillofac Surg 2017.

Table 4. 95% CONFIDENCE INTERVALS FOR SUR-
GEON TO METHOD FOR VARIABLE ANGULAR DEVIA-
TION

Surgeon Method

Estimated
Marginal
Mean SE

95% CI

Lower
Bound

Upper
Bound

1 FH 6.102 0.317 6.851 8.624
FG 2.431 0.281 1.878 2.983
PG 2.861 0.162 2.542 3.180

2 FH 7.738 0.452 6.851 8.624
FG 3.145 0.296 2.564 3.725
PG 4.864 0.294 4.287 5.441

3 FH 5.790 0.782 4.254 7.326
FG 2.456 0.820 0.846 4.066
PG 4.810 0.529 3.770 5.849

4 FH 5.960 0.782 4.424 7.326
FG 3.762 0.378 3.019 4.505
PG 3.407 0.648 2.134 4.681

Abbreviations: CI, confidence interval; FG, fully guided; FH,
freehand; PG, partially guided; SE, standard error.

Block et al. Implant Placement Using Dynamic Navigation. J Oral
Maxillofac Surg 2017.
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including limited mouth opening or clip stability. The
present findings are similar to those ofother large trials,
confirming that navigated guidance increases accuracy
and precision for implant placement.2

As presented in Table 2, FG implant placement had
the least deviation from the virtual plan compared

with the other 2 methods. In a situation in which the
implant site was prepared but the implant was placed
with more than half its length placed without naviga-
tion guidance (PG), accuracy decreased. This is most
likely the result of the implant following the course
of least resistance within the bone because of the

Table 5. 95% CONFIDENCE INTERVALS OF ACCURACY MEASUREMENTS ACROSS METHODS

Accuracy Measurement Method Mean SE

95% CI

Lower Bound Upper Bound

Angular deviation (") FH 6.398 0.309 5.791 7.004
FG 2.948 0.248 2.462 3.435
PG 3.986 0.225 3.543 4.428

Global platform (mm) FH 1.647 0.078 1.493 1.801
FG 1.150 0.063 1.027 1.273
PG 1.431 0.057 1.318 1.543

Platform lateral deviation (mm) FH 1.122 0.057 1.011 1.234
FG 0.686 0.046 0.597 0.776
PG 0.883 0.042 0.802 0.965

Apical lateral deviation (mm) FH 1.704 0.083 1.541 1.866
FG 0.859 0.066 0.729 0.989
PG 1.201 0.060 1.082 1.320

Global apical (mm) FH 2.093 0.092 1.912 2.273
FG 1.280 0.074 1.135 1.425
PG 1.684 0.067 1.553 1.816

Apical depth deviation (mm) FH 0.974 0.084 0.808 1.139
FG 0.810 0.068 0.677 0.943
PG 1.015 0.062 0.894 1.136

Platform depth deviation (mm) FH 0.965 0.084 0.799 1.130
FG 0.809 0.067 0.677 0.942
PG 0.986 0.061 0.865 1.106

Abbreviations: CI, confidence interval; FG, fully guided; FH, freehand; PG, partially guided; SE, standard error.

Block et al. Implant Placement Using Dynamic Navigation. J Oral Maxillofac Surg 2017.

FIGURE 2. Mean accuracy values by surgery method.
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presence of dense bone. FH placement was less accu-
rate compared with guided methods.
When a laboratory-fabricated or static guide is used

to place the implants, the presence of the guide can
limit visualization of the implant’s crestal depth loca-
tion. Using the dynamic navigation system, the sur-
geons can always see the implant’s location on the
screen or in the mouth, without prosthetic interfer-
ence. It is easier to fully guide the fixtures without
such interference.
Precision describes the tightness of the pattern of

placement. For implants, each placement should
have the same precisionwith minimal deviation across
patients. Routine precise implant placement should be
the goal for all implant placements and not the stan-
dard of only a few. Clinicians should be aware of ad-
vances that allow for accuracy and precision within
an efficient workflow in the practice setting. If there
are methods that definitively improve the accuracy
and precision of implant placement, then all patients
should benefit from this method. Navigation does
improve the accuracy and precision of implant place-
ment and should be widely used. This method should
have a practical workflow and a reasonable learning
curve to allow for proficiency to be achieved by
the clinician performing the surgery. There is a
learning curve with dynamic navigation.1 With static
guides, the learning curve was decreased when the

inexperienced surgeon learned from observing an
experienced surgeon.26 Cardiothoracic surgeons
have been shown to have learning curves specific to
their procedure.42 The learning curve for colonoscopy
has been shortened using simulation in their
training.43 The investigating surgeons believed their
efficiency and ergonomics were improved using the
device once proficiency was reached.

The evaluated dynamic guided system is at least as ac-
curate as static guides and is an improvement over FH
implant placement. Even with the aid of a laboratory-
fabricated guide, which is not true guidance, the error
with the FH approach is greater.1-4 It is difficult to find
data on the accuracy of implants placed with the
diverse laboratory-fabricated guides used by clinicians,
which range from vacuum forms to solid guides. Most
of these laboratory fabricated guides are not designed
with the underlying bone visualized.

Although experienced surgeons can place implants
FHwithin a sphere of accuracy, in this report involving
4 experienced surgeons, the angular deviation was the
variable most controlled by navigation. The difference
was important. The data presented in Tables 4 and 5
show the binary limits of the ranges among the 4 sur-
geons for each method. It is obvious that the guided
methods were more accurate with greater precision
according to the confidence intervals compared with
FH placement.

FIGURE 3. An example of a mesh used to determine accuracy. The blue area is the virtual plan and the implant image is the position of the
implant taken from the cone-beam computed tomogram immediately after placement.

Block et al. Implant Placement Using Dynamic Navigation. J Oral Maxillofac Surg 2017.
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Global positions are 3D measurements affected by
depth. Final depth positions are difficult to visualize
before surgery. Thin labial bone and soft tissuemargins
might be impossible to visualize on CBCT. The inability
to visualize depth during planning can result in less
precision. The final decision regarding depth is often
made during surgery. The tested dynamic navigation
system has a software tool that allows the surgeon to
easily adjust the plan depth during surgery. Thus,
depth might be the least affected variable when any
form of guidance is used. In this study, depth was
the most accurate measurement and the least precise.
The ability to change final depth position at the time of
surgery is an important benefit of dynamic navigated
surgery that is easy to overlook.
As presented in Table 2, the insertion point as re-

flected in the lateral platform deviation was similar
comparing navigation with FH as categorized in this
trial. Depth placement also was similar in reflecting ex-
pected visual aspects of placing the implant at the
level of the crestal bone or a specific subcrestal
amount depending on clinician preference. These
values were clinically close; however, the differences
in precision of the measurement did result in impor-
tant differences.
The hypothesis that dynamic navigation would be

an improvement in accuracy and precision compared
with FH methods was tested and confirmed.
Using dynamic navigation does have additional ben-

efits for the patient. There is a paralleling tool to aid
the clinician in virtual implant placement. Incisions
can be limited and flap reflection can be decreased
because there is less need for broad bone exposure.
A unique advantage using dynamic navigation is the
ability to modify the surgical plan in real time. In this
study, the final position and implant size actually
placed were used in the mesh analysis.
Because of the shorter surgical instrumentation, this

dynamic system can be used in second molar regions
and in patients who have restricted opening.With nav-
igation, one can expect fewer complications involving
the inferior alveolar nerve or implant impingement on
adjacent tooth roots. There is no specific drill system
or surgical instrument needed for dynamic navigation
systems in contrast to static navigation with their cyl-
inders within the guides. Because the surgeon
visualizes the surgery on a monitor, the surgeon
can maintain excellent posture, decreasing clini-
cian morbidity.
A clinician placing implants must be concerned

with perfecting implant position. This study clearly in-
dicates that navigation methods provide a statistically
relevant improvement over FH methods. Clinicians
placing implants must consider routinely improving
their precision and accuracy and not just for a ‘‘special’’
case. Implants that are not parallel complicate restor-

ative care. When adjacent implants are not properly
spaced, the subsequent problems with maintenance
and esthetics can affect long-term results. Axial align-
ment of implants to optimize occlusal force distribu-
tion should result in less screw breakage and other
prosthetic complications.

Dynamic navigation will improve accuracy and pre-
cision of implant placement. Angulation deviation was
the most important measurement improved using
dynamic navigation.

Acknowledgment

The authors thank Dr James Ryan for contributing patients for in-
clusion in this study.

References

1. Block MS, Emery RW, Lank K, et al: Accuracy using dynamic nav-
igation. Int J Oral Maxillofac Implants 32:92, 2017

2. Tahmaseb A, Wismeijer D, Coucke W, et al: Computer technol-
ogy application in surgical implant dentistry: A systemic review.
Int J Oral Maxillofac Implants 29(suppl):25, 2014

3. Jung RE, Schneider D, Ganeles J, et al: Computer technology ap-
plications in surgical implant dentistry: A systemic review. Int J
Oral Maxillofac Implants 24(suppl):92, 2009

4. Farley NE, Kennedy K, McGlumphy EA, et al: Split-mouth com-
parison of the accuracy of computer-generated and conventional
surgical guides. Int J Oral Maxillofac Implants 28:563, 2013

5. Emery RW, Merritt SA, Lank K, et al: Accuracy of dynamic navi-
gation for dental implant placement—Model based evaluation.
J Oral Implantol 42:399, 2016

6. Vercruyssen M, Cox C, Coucke W, et al: A randomized clinical
trial comparing guided implant surgery (bone- or mucosa-
supported) with mental navigation or the use of a pilot-drill tem-
plate. J Clin Periodontol 41:717, 2014

7. Gopinadh A, Devi KNN, Chiramana S, et al: Ergonomics and
musculoskeletal disorder: As an occupational hazard in
dentistry. J Contemp Dent Pract 14:299, 2013

8. Casap N, Nadel S, Tarazi E, et al: Evaluation of a navigation sys-
tem for dental implantation as a tool to train novice dental prac-
titioners. J Oral Maxillofac Surg 69:2548, 2011

9. Casap N, Wexler A, Eliashar R: Computerized navigation for sur-
gery of the lower jaw: Comparison of 2 navigation systems. J
Oral Maxillofac Surg 66:1467, 2008

10. Wittwer G, Adeyemo WL, Schicho K, et al: Prospective random-
ized clinical comparison of 2 dental implant navigation systems.
J Oral Maxillofac Implant 22:785, 2007

11. Wanschitz F, Birkfellner W, Watzinger F, et al: Evaluation of accu-
racy of computer-aided intraoperative positioning of endo-
sseous oral implants in the edentulous mandible. Clin Oral
Implants Res 13:59, 2002

12. Lueth TC, Wenger T, Rautenberg A, et al: RoboDent and the
change of needs in computer aided dental implantology during
the past ten years. IEEE Int Conf Robot Autom 44:557, 2016

13. Casap N, Laviv AW: Computerized navigation for immediate
loading of dental implants with a prefabricated metal frame: A
feasibility study. J Oral Maxillofac Surg 69:512, 2011

14. Siessegger M, Schneider BT, Mischkowski RA, et al: Use of an
image-guided navigation system in dental implant surgery in
anatomically complex operation sites. J Craniomaxillofac Surg
29:1276, 2001

15. Scherer U, Stoetzer M, Ruecker M, et al: Template-guided vs.
non-guided drilling in site preparation of dental implants. Clin
Oral Investig 19:1339, 2015

16. Noharet R, Pettersson A, Bourgeois D: Accuracy of implant
placement in the posterior maxilla as related to 2 types of surgi-
cal guides: A pilot study in the human cadaver. J Prosthet Dent
112:526, 2014

BLOCK ET AL 1385



17. Sarment DP, Sukovic P, Clinthorne N: Accuracy of implant place-
ment with a stereolithographic surgical guide. Int J Oral Maxillo-
fac Implants 18:571, 2003

18. Beretta M, Poli PP, Maiorana C: Accuracy of computer-aided tem-
plate-guided oral implant placement: A prospective clinical
study. J Periodontal Implant Sci 44:184, 2014

19. Zhao XZ, Xu WH, Tang ZH, et al: Accuracy of computer-guided
implant surgery by a CAD/CAM and laser scanning technique.
Chin J Dent Res 17:31, 2014

20. Park JM, Kim SM, Kim MJ, et al: An assessment of template-
guided implant surgery in terms of accuracy and related factors.
J Adv Prosthodont 5:440, 2013

21. Pettersson A, Kero T, S€oderberg R, et al: Accuracy of virtually
planned and CAD/CAM-guided implant surgery on plastic
models. J Prosthet Dent 112:1472, 2014

22. Di GiacomoGA, da Silva JV, da Silva AM, et al: Accuracy and com-
plications of computer-designed selective laser sintering surgi-
cal guides for flapless dental implant placement and
immediate definitive prosthesis installation. J Periodontol 83:
410, 2012

23. Ersoy AE, Turkyilmaz I, OzanO, et al: Reliability of implant place-
ment with stereolithographic surgical guides generated from
computed tomography: Clinical data from 94 implants. J Perio-
dontol 79:1339, 2008

24. Ozan O, Turkyilmaz I, Ersoy AE, et al: Clinical accuracy of 3
different types of computed tomography-derived stereolitho-
graphic surgical guides in implant placement. J Oral Maxillofac
Surg 67:394, 2009

25. Valente F, Schiroli G, Sbrenna A: Accuracy of computer-aided
oral implant surgery: A clinical and radiographic study. Int J
Oral Maxillofac Implants 24:234, 2009

26. Van de Wiele G, Teughels W, Vercruyssen M, et al: The accuracy
of guided surgery via mucosa-supported stereolithographic sur-
gical templates in the hands of surgeons with little experience.
Clin Oral Implants Res 26:1489, 2015

27. Chiu WK, Luk WK: Three-dimensional accuracy of implant
placement in a computer-assisted navigation system. J Oral Max-
illofac Implant 21:465, 2006

28. Kramer F-J, Baethge C, Swennen G, et al: Navigated vs. conven-
tional implant insertion for maxillary single tooth replacement.
Clin Oral Implants Res 16:60, 2005

29. Brief J, Edinger D, Hassfeld S, et al: Accuracy of image-guided im-
plantology. Clin Oral Implants Res 16:495, 2005

30. Casap N, Wexler A, Persky N, et al: Navigation surgery for dental
implants: Assessment of accuracy of the image guided implantol-
ogy system. J Oral Maxillofac Surg 62:116, 2004

31. Kim SG, Lee WJ, Lee SS, et al: An advanced navigational surgery
system for dental implants completed in a single visit: An in vitro
study. J Craniomaxillofac Surg 43:117, 2015

32. Wittwer G, Adeyemo WL, Schicho K, et al: Computer-guided
flapless transmucosal implant placement in the mandible: a
new combination of two innovative techniques. Oral Surg
Oral Med Oral Pathol Oral Radiol Endod 101:718, 2006

33. Hultin M, Svensson KG, Trulsson M: Clinical advantages of
computer-guided implant placement: A systematic review. Clin
Oral Implants Res 23(suppl 6):124, 2012

34. Wittwer G, Adeyemo WL, Wagner A, et al: Computer-guided
flapless placement and immediate loading of four conical
screw-type implants in the edentulous mandible. Clin Oral Im-
plants Res 18:534, 2007

35. Villoria EM, Lenzi AR, Soares RV, et al: Post-processing
open-source software for the CBCT monitoring of periapical
lesions healing following endodontic treatment: Technical
report of two cases. Dentomaxillofac Radiol 46:20160293,
2017

36. Buffa R, Mereu E, Lussu P, et al: A new, effective and low-cost
three-dimensional approach for the estimation of upper-limb
volume. Sensors (Basel) 26:12342, 2015

37. Pierrefeu A, Terzic A, Volz A, et al: How accurate is the treatment
of midfacial fractures by a specific navigation system integrating
‘‘mirroring’’ computational planning? Beyond mere average dif-
ference analysis. J Oral Maxillofac Surg 73:315.e1, 2015

38. Lang P, Chu MWA, Guiraudon GM, et al: Surface based CT-TEE
registration of aortic root. IEEE Trans Biomed Eng 60:3382,
2013

39. Lee S-J, Sang-Yoon Woo S-Y, Huh K-H, et al: Virtual skeletal com-
plexmodel- and landmark-guided orthognathic surgery system. J
Craniomaxillofac Surg 44:557, 2016

40. Lam W, Henry YT, Ngan H, et al: Validation of a novel geometric
coordination registration using manual and semi-automatic
registration in cone-beam computed tomogram society for imag-
ing science and technology. 2011 IEEE International Conference
on Robotics and Automation, International Conference Center,
Shanghai, China, May 9-13, 2011.

41. Besl PJ, McKay ND: Amethod for registration of 3-D shapes. IEEE
Trans Pattern Anal Mach Intell 14:239, 1992

42. Arora KS, Khan N, Abboudi H, et al: Learning curves for cardio-
thoracic and vascular surgical procedures—A systematic review.
Postgrad Med 127:202, 2015

43. Koch AD, Ekkelenkamp VE, Haringsma J, et al: Simulated colo-
noscopy training leads to improved performance during
patient-based assessment. Gastrointest Endosc 81:630, 2015

1386 IMPLANT PLACEMENT USING DYNAMIC NAVIGATION


